Platinum wire NMR thermometer for ultralow temperatures.
We report on the construction and behavior of a platinum wire NMR thermometer. The thermometer has been calibrated down to 14.6 mK, and used down to 0.55 mK; the latter temperature has been achieved by nuclear demagnetization of PrNi(5).